BXIIBIT Q

TEIS REPORT PREPARED PURSUANT TO DUTY IXPCSED BY
A.A.C. R9-14-404(RA)

ARIZONA DEPARTMENT OP EEALTH SZRV;CVS

STANDARD QUALITY ASSURANCE PROCVDUQ?S<ﬁq
INTOXILYZER HODEL 5000+

AGENCY Tucson Police QA SPEICIALIST JQN\'EJ’ CBDMJOS "/(al(go

(Print Name)
INTOXILYZER SERIAL #_[dlo=0033771 LocaTIon. Pl H’Q
DATE Q{Mm&f 9 TIME 0317
v’ Display reads "RZADY TO START" or "PUSH BUTTON TO START
TEST."
DIAGNOSTIC TESTS

V/ DVM Test check. Setting should bpe bdetwean .200 and
. 600. Mode selection switch S2 on, S1 and S3 off or
kevboard menu selection "H". Reading 1is ‘ .
// Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".
V/‘ Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "P".
e Clock time check. Mode selection switch S10 on or
kxeyboard menu selection "E'. ‘
v Date check. Mcde selection switch S11 on or XKeyboard
menu selection "E".

OPEZRATIONAL TESTS
“ Alcohol free subject Test result g. OCD AC
v Error recognition loglc system functioning
Invalid test printed
v~ Proper sample recognition system
Invalid sample D*’nLOd.//
Deficient sample printed~"
N/A Completeness of sample purge with cellection tubs*=*
v Calibration standard 0. 030D AC

Results: 0.0%0AC $0.0194C /
Instrument operating properly and accurately. YESV NO__

COMMENTS:

A A Fal .
. =3 hY
e YT Al €0 VAN

Q;Jibi_ alcowol cé;zentration standard collected for subsequenf
analysis.*»*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT XEYBOARD
**THIS STEP IS ONLY REQUIRED IP TEIS DEVICE IS8 BEING UBED FOR
SAMPLE CAPTURE.
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INTOXILYZER' INSTRUMENT PRINTER CARD
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BXHIBIT P

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY

. A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBRATION CHECK PROCEDURE Ab

Agency _Tucson Pollce Department Date ?/9ZJJ : Time Cﬁﬁ"

Intoxilyzer Serjal# J_L:_LQ:FOEE%I Location DU/ HR

oA specialist _jeanider (oombs /D

(Print Name)

( //3 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0.080 AC

5. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".

6 Push Start Test button or press enter on keyboard.

7. Insert card in response to display.

8

S

-~

N
CUAMLNS NS

Air blank completed.

Calibration check completed.

Test results 0.0804C¢0.019ac
10. Alr blank completed.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all Callbratli;{fhECks are complete or type Q and enter

| on.jeyboa /q
SIGNATURE MS

*¥ITH OR WITEQUT V R RECIRCULATION AND WITE OR WITHOUT XEYBOARD

AR

—~~
-
N

DHS/DSLS/Form Cll6 (Rev.7-93)




'

1986 by CMIINC.

i
. ©

g z
]
>
T LD 5
A ELT T B Y «‘?A:I N s
!....." "I-l . i un snw L] E} E
N e f g o g
—d oty g i o
ST = -t ol 1 - = 0
=2 T :
Ean o w T 2
LI T « Q| |l
~5z 3 = g EE
T i : ! g —cc || €
EI o@mm e 2 ellz
ey O P b e Z HlE
[ DO@ddEm o g g
= et EE 3 g
=T e b Z 2
f.l:l <, 3 2
bl b= ':-:'E x § S
i o G} m £ E
— B tl PR 2 é
= B b =T £
e = bl S g g
I L 2 O I S o Fe | g H
P L v+ S B R T o 5 z
L W= ES . :
Db D Cie ¥ £
PEneal 3 s CERE F Y P o E g
R e T =
o
z
t
g
[t N T VY o TN Ty ~
TR Ry ] ol aa ¥ aa au] 3 2
FdMiue +tnaexan 2 s
B ea Ts SR o o £F u % o PR et} g
o Jicoyyind O e 2
LA % ]
| L 2
prosEa sl o [¥H . g
[ RIS ¢ = g
= - ..'E O 5
0 I P} N S
0ot 2 28w R o o] — E .SI g
L O L it
[N miom J w e
d xS T E P < C
[ i3 —t 3 3
[V ¥V ] 5% 2 g
wuhoio -1 fal §
LRI o} v I [FR] H é
[l ¥ Y = fon] E W
o 5 T E{B
e W X
1. Tz Z w .
Fos off wr e oA ) 2
e e DU g
i {50 3000 o s S \ % g
L - I s g o
LI S [VRTs gy} s (6] o
oo 8 Ko ST 11 B Boocl R T 1 = Z
[ R I S N e i v 2 m
o4

INTOXILYZER*' INSTRUMENT PRINTER CARD
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